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	1st Ed. Clause Number
	1st Ed. Requirement
	2nd Ed. Clause Number
	2nd Ed. Requirement
	New? Y/N
	Technical Difference / Design Impacts

	36.201.1.1

	Equipment shall comply with the requirements of CISPR 11 and be classified according to the intended use. Alternatives to the application of CISPR 11 are identified in clauses 36.201.1.2 through 36.201.1.8.
	36.201.1
	a)  Equipment is classified and tested according to CISPR 11 except as noted in 36.201.1 a) 1)-3).
	N
	Emission limits for equipment tested according to CISPR 11 have not changed.

	
	
	
	a), 1) Equipment which contains only simple electronic components which do not operate at frequencies above 9 kHz may be classified and tested according to CISPR 14-1.
	Y
	While a new requirement, this item allows testing of simple equipment to be tested under the less severe requirements of CISPR 14.

	
	
	
	a), 2) Stand alone lighting equipment may be classified and tested according to CISPR 15.
	Y
	While this requirement is new, it allows such lighting equipment to be tested under the less severe requirements of the CISPR 15 standard.


This document is a sample of a full comparison of the 1st vs. 2nd Edition of IEC 60601-1-2 which can be purchased from Strategic Device Compliance Services. For information on purchasing the full document, please contact Mike W. Schmidt at iecsc62dsec@usa.net.

� Clauses 8-35 of 60601-1 apply but are not specified in this collateral standard.
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